CASE REPORT
===========

A 44 year-old-male with a history of coronary artery disease and recent cardiac catheterization presented to the emergency department complaining of right lower extremity pain and numbness associated with ambulation. The symptoms began the day after the catheterization was performed and had progressively worsened. On presentation, the patient's vital signs were normal and he appeared comfortable. Examination of the arterial puncture site demonstrated a well-healing wound with no appreciable mass, hematoma or surrounding erythema noted. Strong femoral pulses without bruit were present bilaterally; however, pulses were decreased distal to the femoral artery puncture site. The right lower extremity was warm to the touch without pallor or mottling and with no appreciable sensory deficit.

A doppler ultrasound of the right groin demonstrated normal flow in the right common femoral artery and vein with no evidence of a pseudoaneurysm. Subsequently, computed tomography (CT) angiography of the lower extremities was performed. The CT angiography demonstrated near total occlusion of the right common femoral artery just above the bifurcation and extending into the right profunda femoral artery associated with a percutaneous arterial closure device (PACD)\[[Figures 1](#f1-wjem11_5p512){ref-type="fig"} and [2](#f2-wjem11_5p512){ref-type="fig"}\].

The patient was admitted to the hospital and scheduled for surgical repair of the stenosis the following day. At the time of surgery, a flap from a Perclose PACD, along with a large blood clot underneath it, were found in the femoral artery. These were removed with return of equal and normal distal pulses.

DISCUSSION
==========

PACD have been proposed as an alternative to manual compression to achieve hemostasis at the arterial puncture site following cardiac catheterization.[@b1-wjem11_5p512],[@b3-wjem11_5p512] It is estimated that PACDs are used to achieve hemostasis in 50% of all percutaneous coronary procedures.[@b1-wjem11_5p512] Commonly used devices employ either collagen plugs or suture-mediated closure of the arterial puncture site. The potential benefits of these devices over standard manual compression include decreased time to hemostasis, earlier ambulation and ultimately, earlier discharge of patients post catheterization.[@b1-wjem11_5p512],[@b3-wjem11_5p512]

The commonly reported complications of closure devices include pseudoaneurysm, arteriovenous fistula, hematoma, femoral artery thrombosis and bleeding.[@b1-wjem11_5p512],[@b2-wjem11_5p512],[@b3-wjem11_5p512] Ischemia resulting from suture-mediated devices being deployed within the artery and arterial stenosis from suture-mediated devices are less often encountered, reported in approximately 0.2% of cases in one study of over 4,500 patients.[@b4-wjem11_5p512]

The largest case series to specifically evaluate claudication secondary to PACD in percutaneous intervention patients suggests a similar incidence.[@b5-wjem11_5p512] In this single center study that evaluated approximately 4,000 patients over a one-year period, nine cases of iatrogenic claudication as a result of PACD placement were identified.[@b6-wjem11_5p512] Although pain consistent with claudication in the affected extremity was the most common presenting complaint, patients also presented with primary complaints of numbness, extremity fatigue and groin pain, complicating early diagnosis. Additionally, Arterial Brachial Index (ABI) measurements were normal in two patients in the group, suggesting that ABIs at rest are not sensitive enough to rule out the diagnosis. This is likely a reflection of the proximal location of the stenosis, particularly in patients with otherwise normal circulation whose collateral blood flow may be enough to provide adequate perfusion at rest.[@b5-wjem11_5p512] It has been suggested that performing ABIs after exercise in this group of patients would demonstrate a stenosis of clinical significance.[@b5-wjem11_5p512]

Definitive diagnosis of post procedural arterial stenosis can be made accurately with duplex ultrasound, demonstrating increased turbulence and velocity of the affected artery in comparison to the unaffected side.[@b5-wjem11_5p512] Alternately, magnetic resonance or CT angiography allows adequate visualization to identify an obstructive lesion.[@b5-wjem11_5p512]

Identification of clinically significant arterial stenosis is important as surgical intervention or possibly percutaneous balloon angioplasty is required to relieve the obstruction.[@b5-wjem11_5p512],[@b6-wjem11_5p512]

CONCLUSION
==========

The use of PACD to obtain hemostasis following cardiac catheterization is increasingly common. Given the complications associated with their use, ischemia from improperly placed closure devices should be considered in the differential diagnosis of all patients presenting with lower extremity pain or numbness after femoral artery cannulation.
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![Computed tomography angiogram with three dimensional reconstruction demonstrating a partial occlusion of the right common femoral artery associated with a percutaneous arterial closure device.](wjem11_5p512f1){#f1-wjem11_5p512}

![Computed tomography angiogram demonstrating decreased caliber of the right superficial femoral artery as a result of a partial occlusion from a misplaced percutaneous arterial closure device.](wjem11_5p512f2){#f2-wjem11_5p512}
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